Clinical Microendoscopy for the Mapping of Tumor Margins using a Support Template for Near-Continuous Imaging

Chantal Marie Soobhanath
University of Arkansas, Fayetteville

Follow this and additional works at: http://scholarworks.uark.edu/biscuht

Recommended Citation
Clinical Microendoscopy for the Mapping of Tumor Margins using a Support Template for Near-Continuous Imaging

An Honors Thesis submitted in partial fulfillment of the requirements of Honors Studies in Biology

By

Chantal Soobhanath

2015
Biology
J. William Fulbright College of Arts and Science
The University of Arkansas
ACKNOWLEDGEMENTS

I would like to thank my thesis director, Dr. Timothy Muldoon for the opportunity to conduct my research in his laboratory and for his continued assistance. I would also like to thank Sandra Prieto, Amy Powless and Gage Greening for being my mentors throughout the two years spent conducting research in Biomedical Engineering.

This work was made possible through funding by a research grant provided by the Honors College at the University of Arkansas. Clinical trials were facilitated through a collaboration with the University of Arkansas for Medical Sciences (UAMS). Sincere thanks to Dr. Jonathan Laryea and Dr. Jason Mizell for their assistance in providing patients, and to Dr. Keith Lai for providing histopathology slides and correlation data.
TABLE OF CONTENTS

1. INTRODUCTION........................................................................................................4

2. METHODS................................................................................................................11
   • 2.1 Clinical fiber bundle microendoscope instrumentation.................................11
   • 2.2 Clinical trial at the University of Arkansas for Medical Sciences (UAMS).................................................................12
   • 2.3 Acrylic Template............................................................................................15
   • 2.4 Correlation of DSLR to Microendoscope Images to Histopathology.........................17
   • 2.5 Creating a Mosaic.........................................................................................19

3. RESULTS................................................................................................................20
   • 3.1 Acrylic Template............................................................................................20
   • 3.2 Quantitative correlation of DSLR to Microendoscope Images to Histopathology..................................................................................................................22
   • 3.3 Qualitative correlation of microendoscopy images to histopathology.........................23
   • 3.4 Mosaicking.....................................................................................................24

4. DISCUSSION.............................................................................................................26

5. REFERENCES..........................................................................................................30
1. INTRODUCTION

Colorectal cancer is the third most common cancer in men and women and the second leading cause of cancer-related death in the United States [1]. There are nearly one million new cases of colorectal cancer diagnosed and half a million deaths worldwide each year [2]. Most colorectal cancers arise from benign, adenomatous polyps which initially form in the mucosa of the colon or rectum and protrude into the lumen of the intestine. Although adenomatous polyps are the precursor for colorectal cancer, not all colonic polyps are adenomas and 90% of adenomas do not progress to cancer [3]. Typically, polyps that grow to a large size and have a villous appearance or contain dysplastic cells are those that are most likely to become cancer [2].

Colonic adenomas are particularly dangerous because they are asymptomatic [3] and often go unnoticed until the disease has substantially progressed. Many are commonly found by means of endoscopic imaging studies performed because of unrelated symptoms [3]. Approximately 10% of large adenomatous polyps, if left untreated, become severe dysplasia (pre-cancerous polyps) and then eventually spread into the basement membrane where it then becomes classified as a malignant adenocarcinoma. As such, the American Cancer Society recommends that persons 50 years and older who have a normal risk for colorectal cancer undergo routine screening by colonoscopy beginning at age 50 and every 10 years thereafter. Strong evidence exists that screening for colorectal cancer reduces the incidence and mortality of the disease [4]. Approximately 90% of those diagnosed with early stage cancer live 5 or more years [5].

Colorectal cancer is most frequently diagnosed among persons between the ages of 65 and 74, with this group representing 23.9% of all diagnoses [4]. It is characterized...
by symptoms such as rectal bleeding, abdominal pain, changes in bowel habits, anemia, and occult bleeding [6]. The conventional diagnostic test for this disease is white light colonoscopy with biopsy which involves the removal of tissue samples from the affected area for histopathology. However, since this technique employs white light illumination, it is limited to the observation of reflected visible light from the mucosal surface [7]. Additionally, histopathology evaluation creates a significant delay in diagnosis [7]. These issues have driven the need to develop a method which will enhance or improve the ability of colonoscopy to detect regions of dysplasia that are not visible with conventional white light endoscopy in real-time. Recent technological advances in fiber optics have stimulated the development of optical imaging methods that will allow in vivo analysis of surface epithelial tissue. Collectively, these imaging methods are known as optical biopsy, and they will enable physicians to delineate the edges of tumors, also known as tumor margins, during surgical procedures, without the need for frozen section or traditional paraffin embedded histopathology techniques.

Currently, many wide-field endoscopic imaging techniques exist that allow rapid visualization of a large surface area for identifying tumors and guiding biopsies. One such technique is autofluorescence endoscopy. Autofluorescence endoscopy allows imaging of endogenous fluorophores in tissue, such as collagen, NADH and flavin, as well as chromophores such as hemoglobin which absorb visible light [8]. When any fluorescent molecule is excited by a short-wavelength light source, the fluorophores are excited and emit light of longer wavelength. The light emitted can be seen as a fluorescence emission which enables any changes to the surface mucosa to be analyzed (Figure 1). Autofluorescence images display differences in the distribution and
concentration of fluorophores and chromophores in the tissue, as well as differences in mucosal thickness. These differences are denoted by varying degrees of fluorescence, which appear on an artificially colorized image that is displayed to a clinician, and can be used to characterize regions of pre-malignant and dysplastic tissue. Elevated tumors have a thicker mucosa and therefore they absorb more light and appear magenta, a complementary color of green, on the image that the clinician observes [8]. Normal mucosa appears bright green due to the fluorescence of the fluorophores in the tissue. Autofluorescence imaging therefore allows for the detection of regions of flat or depressed colonic adenomas that do not have sufficient morphological changes to be observably detected by traditional white light endoscopy [8].

![Figure 1: Autofluorescence endoscopy showing a flat colonic adenoma. Adapted from [8]](image)

While this technique is highly sensitive and produces a large number of true positives, it yields a low specificity, meaning that it produces a large number of false positives when compared to the total number of healthy individuals. This is potentially due to the presence of benign changes in the tissue, such as ulcerations or inflammation, which are detected as adenomas by the autofluorescence endoscope, since they appear dark green due to an increased amount of hemoglobin (which absorbs visible light) present in these areas of the tissue.
Wide-field endoscopy does not allow for the visualization of the tissue morphology of the epithelial surface and is limited to the observation of reflected visible light from the mucosal surface [7]. Therefore, several microendoscopic imaging devices have been developed to combat this limitation by providing a real-time analysis of tissue histology. One such device is the confocal endomicroscope which aims at providing the physician with a method for in-vivo imaging of living tissue [9, 12]. This device has been applied to in-vivo imaging of human skin tissue [10], oral mucosa [11], and gastrointestinal mucosa [12]. Confocal microendoscopy is an imaging method which allows for high-resolution imaging and depth-sectioning of gastrointestinal mucosa. This system also works in conjunction with fluorescent imaging techniques to provide a method for observing subcellular detail, thereby providing instantaneous histopathology during ongoing endoscopy [12].

The confocal endomicroscope employs two consecutive pinholes through which emitted light from tissue fluorescence must pass through in order to be detected. These pinholes function to remove out-of-focus light and to provide only in-focus light to the camera, thus producing high resolution images. One type of commercially available confocal endomicroscope is called the Optiscan/Pentax which uses a miniaturized scanning head to raster scan laser light across the distal tip of a fiber bundle to enable confocal fluorescence imaging of the tissue (Figure 2). The images obtained closely resemble conventional histopathology and have the added feature of depth analysis of the tissue. Although this system can obtain high resolution images of tissue in real time, the distal tip of the endoscope is larger than 12mm and efforts to miniaturize the confocal
endomicroscope leads to compromised image resolution due to fiber bundle pixelation [13].

![Figure 2: The distal tip of the confocal endomicroscope showing the miniaturized scanning head for raster scanning of laser light. Adapted from [12].]

Therefore, an alternative to these microendoscopic imaging methods, called a clinical fiber-bundle microendoscope, has been developed. This device may be useful to provide physicians with a procedure for early screening of suspicious lesions, and point-of-care assessment of the tumor margins prior to surgical resection of adenocarcinomas. This device employs a fiber optic image guide which allows visualization of cells on the epithelial layer of the tissue specimens in real time. It will enable physicians to make informed decisions by providing a method that will allow for the differentiation of dysplastic and non-dysplastic cells. It will also allow physicians to visualize regions of occult dysplasia which may not be otherwise visible. This is critical to increase early detection, decrease mortality, and allow further investigation such as biopsies or removal of occult dysplasia. The low cost of the clinical microendoscope will allow increased
availability in clinics worldwide, especially in developing countries and in low socioeconomic communities in the United States, and will provide a reduced cost of screening procedures. This will provide the public with an incentive to be screened for colorectal cancer without worrying about the hefty cost that they will need to endure.

The clinical fiber bundle microendoscope was constructed by our team at the Translational Biophotonics and Imaging Laboratory. This system consists of a fiber optic image guide with a 1 mm active diameter, an 8-bit USB CMOS camera, and custom LabVIEW which allows the user to adjust gain and exposure prior to and during image acquisition. The entire system runs off of a laptop, making it convenient for use in the clinic, and is currently approved for imaging freshly resected surgical samples of colorectal tissue at the University of Arkansas for Medical Sciences (UAMS) in Little Rock, AR. In order to visualize the cells of the epithelium during imaging, proflavine dye is topically applied to a section of the tissue. Proflavine is an acridine-derived dye which intercalates DNA and predominantly stains the nucleus of the cells [14]. Its peak fluorescence emission of around 525nm occurs when excited by light at a wavelength of approximately 455nm, which allows distinct visualization of the morphology of the cells and the surrounding tissue. Uptake of proflavine has been found to be near-instantaneous, with imaging possible within a few seconds and lasting for several minutes [15].

Using the clinical microendoscope, the epithelium of tumors can be viewed by bringing the fiber bundle in direct contact with the epithelial surface. The blue epi-fluorescent light that is emitted from the distal end of the fiber optic image guide excites proflavine and causes cells to fluoresce. Tumor margins can then be distinguished by examining specific quantitative characteristics of cells, such as gland size and gland
circularity, and qualitatively analyzing any abnormalities. The tumor margin refers to the location in which the cells transition from cancerous to normal. It defines the area that must be resected during surgical procedures in order to successfully remove the tumor [16].

The clinical microendoscope will enable surgeons to view the tumor margin along various chosen axes. To facilitate the acquisition of quality, high-resolution images, the distal end of the fiber bundle needed to be stabilized using a secure fixture in order to prevent motion blur due to unsteady manual placement of the image guide. Therefore, my role in this project was to design and fabricate a custom support template to effectively position and stabilize the image guide to reduce integration time and prevent motion blur, as well as provide a template for discrete positioning of the fiber bundle to aid in correlation to histopathology. When the image guide was stabilized, the gain of the camera could be reduced, which in turn reduces noise and pixilation, thereby producing clearer images. Exposure can also be increased until room light becomes a significant noise contributor. The template was constructed using optically clear cast acrylic (McMaster Carr) and allowed near continuous imaging along a chosen axis. This ensured that overlapping images could be acquired for later image mosaicking, which can provide a larger field of view for tissue analysis. Once images are acquired, they are then correlated with the histopathology for the imaged section and a diagnosis can be made.
2. METHODS

2.1 Clinical fiber bundle microendoscope instrumentation

The clinical fiber bundle microendoscope is an effective tool that allows us to view cells on the epithelial layer of the tissue specimens in order to characterize regions of dysplasia and specifically map tumor margins. The system (Figure 3) consists of a blue LED (455 nm/40 nm FWHM) light source (Philips, USA), a filter set (Chroma Tech, USA) consisting of a 525nm/40nm emission bandpass filter, a 460nm short pass excitation filter, a dichroic mirror with a cutoff wavelength of 475nm, an 8-bit USB CMOS camera (Flea 3 USB3.0, Model FL3-U3-32S2M-CS, Point Grey Research, Inc., Canada), a 60mm tube lens (Thorlabs, USA), a 10x, 0.25 NA objective (Olympus, Japan), and a circular fiber bundle image guide with a 1mm active diameter consisting of 50,000 individual fibers approximately 4.5 microns in diameter (FIGH-50-1100N fiber, Myriad Fiber Imaging Tech., Inc., USA). The distal end of the fiber bundle image guide includes a SubMiniature Version A (SMA) connector which is designed to reduce friction between the fiber bundle edges and the epithelial tissue during imaging, as well as to protect the delicate glass surface of the fiber bundle from chipping. This setup is run using a laptop and LabVIEW imaging software to acquire images rapidly.
2.2 Clinical trial at the University of Arkansas for Medical Sciences (UAMS)

2.2.1 Overview

A clinical trial at the University of Arkansas for Medical Sciences (UAMS) was first initiated in April, 2014 under an Institutional Review Board (IRB) approved protocol (IRB #202224). Adult patients over the age of 18 who had a known colorectal invasive adenocarcinoma were recruited for the study. Although patients with a history of prior treatment (chemotherapy and/or radiotherapy) were initially excluded from the study, the protocol was amended to include these patients in order to observe treatment associated changes in epithelium. Colorectal tissue specimens were obtained from nine screened and approved patients, who had signed an informed consent before surgery, and these were used for imaging with the clinical microendoscope system (Table 1).
Prior to imaging, colorectal tissue was surgically removed at the Department of Colorectal Surgery at UAMS. The freshly resected tissue was taken to the pathology lab where it was washed to remove superficial debris, longitudinally sectioned to expose the lumen, and finally pinned onto a paraffin block. Three pins were placed along a section of the tumor (Figure 4) in order to delineate the line of imaging for further histopathology correlation.

After this procedure, microendoscopy imaging was carried out for approximately twenty minutes in order to minimize changes to the tissue due to drying out (see section 2.2 Microendoscopy image acquisition). After imaging was complete, the tissue was submerged in 10% (v/v) formalin for protein fixation. A cross section of the imaged

<table>
<thead>
<tr>
<th>Case</th>
<th>Diagnosis</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Invasive colonic adenocarcinoma</td>
</tr>
<tr>
<td>2</td>
<td>Invasive colonic adenocarcinoma</td>
</tr>
<tr>
<td>3</td>
<td>Invasive rectal adenocarcinoma</td>
</tr>
<tr>
<td>4</td>
<td>Invasive colonic adenocarcinoma</td>
</tr>
<tr>
<td>5</td>
<td>Invasive rectal adenocarcinoma</td>
</tr>
<tr>
<td>6</td>
<td>Tubular adenoma</td>
</tr>
<tr>
<td>7</td>
<td>Invasive colonic adenocarcinoma</td>
</tr>
<tr>
<td>8</td>
<td>Invasive colonic adenocarcinoma</td>
</tr>
<tr>
<td>9</td>
<td>Invasive colonic adenocarcinoma</td>
</tr>
</tbody>
</table>

Table 1: Summary of cases and patient diagnoses

Figure 4: The fiber optic image guide of the clinical microendoscope is shown in contact with the tissue during imaging. The arrow points to one of the pins used to delineate the line of imaging.
region was then sliced (Figure 5) and placed into a cassette for paraffin embedding and hematoxylin and eosin staining. Diagnosis of the epithelial pathology was performed by the study pathologist (Dr. Keith Lai) at UAMS.

![Image](image.png)

Figure 5: A sliced cross section of imaged region of colorectal tissue that was placed into a cassette for paraffin embedding and hematoxylin and eosin staining prior to diagnosis of the epithelial pathology.

2.2 Microendoscopy image acquisition

Once the colon was clean and stained, it was transferred to a bench and an initial image of the resected specimen was taken using a conventional digital camera (DSLR). A cotton swab was used to coat the epithelium with proflavine (0.01% w/v in phosphate buffered saline, PBS) to allow visualization of the cell structure. In order to ensure that the cells remained visible throughout the procedure, proflavine was reapplied as needed. The clinical microendoscope was powered on and the LabVIEW software was opened on the laptop. For all microendoscopy images acquired, the gain was set to either 0 or 5 dB, and the exposure to either 100 or 150 ms in LabVIEW. The DSLR was used to record the location of the fiber optic image guide as it was placed along the tissue and a ruler was used to demarcate the position from the starting point. Images were taken at 5mm intervals along the length of the tumor. Reference images of normal tissue were also taken for comparison during correlation. Cellular debris was removed from the fiber optic image guide as needed by washing in ethanol and wiping with lens paper.
2.3 Acrylic Template

2.3.1 Initial template design

An acrylic support template was designed to effectively position and stabilize the image guide to increase integration time, improve signal-to-noise ratio, and prevent motion blur due to unsteady manual placement of the fiber. This template also served as a tool for documenting the discrete positioning of the fiber bundle to aid in histopathology correlation. The initial design of the template featured a 12"L x 3"W x 1/4"H sheet of optically clear cast acrylic (McMaster-Carr, USA). The diameter of the SMA connector of the fiber optic image guide was measured using a vernier caliper. Once the size of the SMA connector was determined, 98 holes of 3mm diameter were drilled along the x-axis of the acrylic with a center-to-center spacing of 2.5mm to allow for near continuous imaging of the tissue. 22 holes of 3mm diameter and 2.5mm center-to-center spacing were also drilled along the $y_1$ and $y_2$ axes at 1.4941 inches and at 3.6713 inches from the leftmost edge of the acrylic (Figure 6). The acrylic was epoxied onto two metal posts that enabled the height of the template to be adjusted.
2.3.2 Modified template design to include a silicone rubber structure

The initial template design was limited because it did not allow the SMA connector of the fiber optic image guide to make contact with the uneven epithelial surface of the tissue. The acrylic template was not allowed to come into contact with the colorectal tissue to prevent damage to the epithelial lining; therefore, with this template, images of valleys in the tissue could not be obtained unless they were acquired manually. Therefore, a new template was constructed which featured a continuous slot that was 0.25 inches in diameter that would allow the widest part of the SMA connector to fit into the template.
The fiber optic image guide was stabilized to prevent image blur during image acquisition using 1"W x 11"L x 1/8"H translucent silicone rubber (McMaster Carr, USA). The silicone rubber was cut down the center to allow secure fitting of the wire of the fiber optic image guide. It was held in a fixed position using a sheet of acrylic 3"W x 12"L x 1/4"H (McMaster Carr, USA) with a hole cut through the center to match the dimensions of the silicone rubber (Figure 6). With this new design, the template could be held at a fixed height and the fiber optic image guide could be adjusted vertically depending on the height of the tissue beneath.

2.4 Correlation of DSLR to Microendoscopy Images to Histopathology

Precise correlation of microendoscopy images with the location on the tissue was achieved by superimposing a series of DSLR images with each probe site onto one image.
of the gross tissue. A colored oval was numbered and placed at the probe sites to map the correlated H&E locations, approximately to scale (Figure 8).

Figure 8: Correlation of DSLR images to precise location on ex-vivo tissue using colored ovals that were numbered and placed at the probe sites to map the correlated H&E locations.

Subsequently, DSLR images were matched to their exact microendoscopy images from the precise location on the tissue. Images of H&E slides along with the histopathology diagnoses at various points were provided by the study pathologist, Dr. Keith Lai at UAMS (Figure 9).

Figure 9: Correlation of DSLR images to histopathology. The addition of colored ovals to represent the location of the probe along the tissue (A). Scale bars were added along the H&E slide to represent the area that was covered by the probe during imaging (B). Scale bar represents 0.5mm.
2.5 Creating a mosaic

Semi-automated image mosaicking is a technique that is used to compile individual images with a limited field-of-view to create composite images with a larger field of view. For this project, image mosaicking was used to compile 1mm field-of-view images obtained from the clinical microendoscope to create a larger sub sectional image of the tissue specimen. Videos of sections of tissue were obtained from the clinical microendoscope and saved in .avi format. These were converted into individual .tiff files in MATLAB to procure numerous still images of the section of tissue. Blurry images were discarded and the remaining individual files were cropped and edited to exclude the outside ring of pixels/fibers that were unevenly illuminated and created artifacts in the mosaicking (Figure 10). This was done by applying element-by-element binary operation to two arrays with singleton expansion to mask everything but the image and to create a completely black background for optimal image quality. Our mosaicking code was modified from a pre-existing mosaicking tutorial available from Drexel University [18]. Two consecutive images were chosen for mosaicking, and two matching points were manually selected from each image. Through bi-linear interpolation, the algorithm re-shaped and overlapped the images. This was repeated for all of the .tiff images to obtain a larger field of view up to 10mm long.
3. Results

3.1 Acrylic Template

3.1.1 Initial template design

The initial template design was used in obtaining images for subjects 2 and 3. The template stabilized the fiber optic image guide thus allowing high-resolution images to be obtained (Figure 11). Additionally, it allowed a reduction in the gain and an increased exposure time to be utilized. It was also an effective tool which allowed near-continuous imaging along both the x and y axes. However, the template did not allow the fiber optic image guide to acquire images of surface epithelium that was at a lower elevation than the tumor.

Figure 10: Microendoscopy image showing an arrow pointing to the outside ring of pixels/fibers that were unevenly illuminated and created artifacts in the mosaicking. Scale bar represents 0.5mm.
3.1.2 Modified template design to include silicone rubber structure

The new template, which will be implemented in future cases at UAMS, will allow the fiber optic image guide to be stabilized and the probe to effectively take images along sections of the uneven tissue topography. After manual placement of the probe into the support template, the height of the fiber bundle can be adjusted until it touches the surface of the tissue and images can be acquired along the x-axis of the tissue (Figure 12).
3.2 Quantitative correlation of DSLR to Microendoscope Images to Histopathology

The table below (Table 2) shows the quantitative results obtained after correlating the microendoscopy images with the histopathology. Many images were obtained using the microendoscope, however a significant number were unusable because they were either blurry or were repeated image sites.

![Figure 12: The fiber optic image guide is shown in contact with the hand while being supported in the new acrylic support template. The height of the image guide can be adjusted until it touches the surface of the tissue.](image)

<table>
<thead>
<tr>
<th>Number</th>
<th>Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Number of patients</td>
<td>9</td>
</tr>
<tr>
<td>Number of DSLR images acquired</td>
<td>498</td>
</tr>
<tr>
<td>Number of microendoscopy images acquired</td>
<td>498</td>
</tr>
<tr>
<td>Number of images actually used for correlation</td>
<td>49</td>
</tr>
<tr>
<td>Number of image sites correlated</td>
<td>19</td>
</tr>
</tbody>
</table>

Table 2: Quantitative correlation of microendoscopy to histopathology showing the number of images that were used for correlation.
3.3 Qualitative correlation of microendoscopy images to histopathology

The table below (Table 3) shows examples of microendoscopy images that were correlated to H&E.

<table>
<thead>
<tr>
<th>Diagnosis</th>
<th>Microendoscopy Image</th>
<th>H&amp;E Image</th>
</tr>
</thead>
<tbody>
<tr>
<td>Normal</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Invasive colonic adenocarcinoma</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Invasive rectal adenocarcinoma</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Tubular adenoma</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Table 3: Qualitative correlation of microendoscopy images to histopathology showing the various morphological features that characterize each type of cancer. Scale bars represent 0.5mm.
3.4 Mosaicking

Figure 13 shows examples of image mosaicking from 15 second video files, taken with the microendoscope, which covered areas up to 10 millimeters. The mosaics show comparisons of a hyperplastic polyp, invasive colonic adenocarcinoma, "normal" colon after adjuvant treatment, invasive rectal adenocarcinoma, and normal colon. The scale bars appear different for each mosaic since the current mosaicking code stretches the individual masked images in order to overlap them and leads to some larger and some smaller images. Therefore, individual scale bars were created for each mosaic.
Figure 13: Image mosaics showing hyperplastic polyp (A), invasive colonic adenocarcinoma (B), "normal" colon after adjuvant treatment (C), invasive rectal adenocarcinoma (D), and finally normal colon (E). Images have been edited to enhance contrast and brightness for a better quality image. Scale bars represent 0.5mm.
4. DISCUSSION

All of the outlined experiments were carried out to demonstrate the capabilities of the clinical fiber-bundle microendoscope as a viable alternative for non-invasive tissue analysis. Surface epithelium was detected using a fiber optic image guide and a custom LabVIEW interface designed to capture images on a computer. In effort to support the fiber optic image guide, an acrylic support template was constructed. The template effectively stabilized the fiber optic image guide and served as a tool for future correlation of microendoscopy images to histopathology.

While the fiber optic image guide was stabilized in the support template, the gain could be lowered to 0dB and the exposure could be increased to 150ms to increase signal-to-noise. Increased gain from the electronic amplification within the camera equally enhances the signal as well as noise components within an image. However, the best method used to capture a quality image is through the collection of more light from the sample. The best way to collect more light from a certain point in the sample is to increase the exposure time (signal). The more time that light is collected from the sample is the greater the probability of obtaining more photons of light from that area and thus a better pixel intensity could be obtained. This was achieved only when the image guide was stabilized since motion blur was avoided and as such, the gain could be lowered and the exposure could be increased. However, despite the usefulness of the acrylic template, it did not allow the tumor to be viewed along the XYZ axes. The template had to be turned each time in order to generate images along a new axis. This minor limitation did not create substantial problems in image acquisition since the template was sufficiently flexible to be rotated to acquire more images.
In the clinical study, a total of nine consented patients were used and 498 microendoscopy images were attained. However, despite this large number of images attained, only 49 images were usable. Many images attained represented the same image site and as such, a few images were selected to represent various imaging sites along the entire x-axis of the tumor. Some images were blurry so they were discarded.

The original template effectively stabilized the image guide but it was limited by its inability to allow the SMA connector of the fiber optic image guide to make contact with the uneven epithelial surface of the tissue. Therefore the design needed to be improved to include a rubber sheet which stabilized the fiber optic image guide and allowed its height to be adjusted to make contact with the epithelial layer of the tissue.

The clinical microendoscope allowed for the identification of regions of abnormal gland circularity. Through visualization of the microendoscopy images, normal glands could be viewed as circular structures while cancerous glands could be viewed as having a distorted shape. While the microendoscope did not allow characterization of the type of adenocarcinoma (something that could only be characterized through histopathology), it allowed for the detection of cancer as well as for the characterization of regions of occult dysplasia. Correlation of microendoscopy images to histopathology allowed for the validation of the clinical microendoscope so that an accurate diagnosis of cancer could be made. Correlation was facilitated through demarcating the precise location of the fiber bundle along a section of the tumor with a colored oval on an image of the gross specimen as previously described. The data was used to determine the location of the microendoscopy image as it related to the H&E slide. Correlational data from histopathology created a large collection of diagnoses of multiple types of cancer from
many individuals. Analysis of the features from each of these cancer types reveals similarities which can be used to validate that when the microendoscope acquires an image containing those features, that person has cancer. As such, the clinical microendoscope may be a useful adjunct tool for surgeons searching for regions of occult dysplasia during a colectomy procedure. Hyperplastic polyps and regions of occult dysplasia can also be found, using the clinical microendoscope.

This study was focused on qualitatively correlating microendoscopy images to histopathology through a focus on observing gland circularity. However, more quantitative methods could have also been employed to identify regions of dysplasia such as a measure of gland circularity. Normal tissue shows homogenous glands that are roughly circular. Abnormal and dysplastic cells have highly degenerate glands that are enlarged and non-circular. A measure of circularity and gland area are promising quantifiable microendoscopy image features which may correlate to regions of dysplasia.

While the clinical microendoscope is a viable alternative for minimally-invasive tissue analysis, it is limited by its inability to view tissue depth. Since the fiber bundle microendoscope does not perform optical sectioning, it is limited to imaging only the superficial 10-20 microns. Depth sensitivity may be improved by collecting light which has been diffusely scattered beneath the surface of the tissue. This method is currently an active area of research being targeted by members of the Translational Biophotonics and Imaging Laboratory.

Another limitation of the clinical microendoscope is the very narrow field of view of 1mm that can be obtained using the fiber optic image guide. Image mosaicking therefore provides a resource to overcome this limitation. Mosaicking has been
previously investigated by other researchers in the field [18] and allows the formation of compiled images depicting a larger field of view, thereby enabling physicians to better characterize regions of occult dysplasia prior to resection. Future work will be carried out to automate this mosaicking code since currently, the code requires manual selection of similar points on each image. This manual selection does not always prove accurate and the images become distorted when overlapped. Additionally, image mosaics were blurry and had to be enhanced for brightness and contrast since the video files were manually acquired. The new acrylic support template will allow the image guide to be stabilized, thus allowing acquisition of higher quality videos and more effective image mosaicking.

Overall, the clinical microendoscope is a functional tool to guide physicians during screening techniques for colorectal cancer. This system aims to augment traditional white light colonoscopy by enabling real-time analysis of histopathology, thus allowing a rapid diagnosis to be made. After substantial validation of the system, it will be useful for detecting regions of pre-cancerous and cancerous cells, including regions of occult dysplasia, which is critical for increasing early detection, and decreasing mortality from colorectal cancer.
References


